Examination of the fast oscillation of the corneoretinal potential under clinical conditions.
The "fast oscillation" of the corneoretinal potential can be precisely examined by means of cyclic light stimuli and an automatic measuring device. This new procedure is carried out during the period of adaptation as part of the usual EOG-test. Normal values and some clinical findings are presented. The fast oscillation may provide additional information when compared with EOG and ERG results.